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ABSTRACT 

Statement of Problem: The increase in the use of metal-ceramic restorations and a 
high prevalence of porcelain chipping entails introducing an alloy which is more 
compatible with porcelain and causes a stronger bond between the two. This study is 
to compare shear bond strength of three base-metal alloys and one noble alloy with 
the commonly used VMK Master Porcelain. 

Materials and Method: Three different groups of base-metal alloys (Ni-cr-T3, Su- 
per Cast, and VeraBond) and one group of noble alloy (X-33) were selected. Each 
group consisted of 15 alloy samples. All groups went through the casting process and 
change from wax pattern into metal disks. The VMK Master Porcelain was then fired 
on each group. All the specimens were put in the UTM; a shear force was loaded 
until a fracture occurred and the fracture force was consequently recorded. The data 
were analyzed by SPSS Version 16 and One-Way ANOVA was run to compare the 
shear strength between the groups. Furthermore, the groups were compared two-by- 
two by adopting Tukey test. 

Results: The fmdings of this study revealed shear bond strength of Ni-Cr-T3 alloy 
was higher than the three other alloys (94 MPa or 330 N). Super Cast alloy had the 
second greatest shear bond strength (80. 87Mpa or 283.87 N). Both VeraBond (69.66 
MPa or 245 N) and x-33 alloys (66.53 MPa or 234 N) took the third place. 
Conclusion: Ni-Cr-T3 with VMK Master Porcelain has the greatest shear bond 
sfrength. Therefore, employment of this low-cost alloy is recommended in metal- 
ceramic restorations. 
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Introduction 

Metal-ceramic restorations are broadly used in dental 
restoration procedures. These restorations consist of a 
cast metal substructure or coping which is coated with 
ceramic [1]. Initially, gold alloys were used to make 
these restorations but with a rise in gold prices since 
1960, the application of lower-cost alloys has been 
more common. 



In the same thickness, base-metal alloys are more 
rigid than noble-alloys and this mechanical property is 
considered as an advantage in their applications [2]. 
Particular disadvantages of base-metal alloys include 
harmful biologic effects and uncontrolled formation of 
oxide layer [3-4]. Ni-Cr alloys can be regarded as an 
adequate substitute for noble alloys. Ni-Cr alloys have 
a higher modulus of elasticity and they are more capa- 
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ble of withstanding loads without much bending. They 
have superior strength in reduced thickness, and con- 
sequently, they provide much more space for porcelain 
and improve the esthetic qualities [5]. Furthermore, 
because of their high thermal compatibility with porce- 
lain and their low cost, they are popular among clini- 
cians and technicians [6].The clinical studies, with 
increasing reports of porcelain chipping, have aroused 
great worries. Porcelain chipping affects the function 
and the esthetic of restorations but a strong bond and 
an adequate adjustment of the apphed alloy and porce- 
lain can play a significant role in preventing the occur- 
rence of this predicament [7]. According to the pre- 
vious studies; after corrosion the porcelain chipping is 
the next common cause of treatment failure in the met- 
al-ceramic restorations [8]. Porcelain chipping can be 
caused by trauma, partial occlusal adjustment, para- 
fiinctional habits, flexural fatigue, CTE (coefficients of 
thermal expansion), mismatching of the porcelain and 
poor design of the metal framework, and flaws in the 
laboratory processes [9]. Some factors such as van der 
Waals forces, mechanical interlocking, compressive 
bonding force, chemical bonding between porcelain 
and the oxide layer on the surface of metal, the rough- 
ness of the metal surface, and wetting properties would 
affect the bond strength of porcelain and alloy [9-10]. 
It is worth mentioning that many studies have con- 
veyed chemical bonding as the first important factor 
that affects the bond strength between metal and por- 
celain. 

The elements in gold alloys, such as iron, tin, and 
indium and the elements in base metal alloys, such as 
chrome and beryllium contribute to the formation of 
oxide layer on the surface of metal [11]. Of course 
these elements are present in a layer several millime- 
ters away from the metal-porcelain interface and pro- 
mote the formation of a strong metal-porcelain bond. 
Hence, the concentration of these elements in alloys 
and their compatibility with the other elements are 
determining [8, 10, 12]. These elements should be 
compatible with the employing porcelain so that the 
bond between the two materials would have enough 
sfrength [2]. The porosities in the alloy surface can 
affect the bond sfrength. Palladium (Pd), for instance, 
increases the porosities in the noble alloys and in case 
of poor wetting of porcelain, this element expresses a 



negative effect and reduces the bond between porce- 
1am and metal [4, 13]. Dental porcelains are strong 
enough under compressive and tensile loads; whereas 
they are weak under sheer loads [8-9]. To increase the 
bond strength between the metal and porcelain and to 
reduce the fracture risks under shear loadings, beryl- 
lium is added to the base-metal alloys. Beryllium (Be) 
reduces the melting point; facilitates casting; increases 
the fluidity and controls the oxide layer. A low con- 
centration of beryllium (less than 2%) improves the 
bond strength and a conversely, the high concenfra- 
tions form an excessively thick oxide layer and even- 
tually reduce the bond sfrength between metal and 
porcelain. Regarding the properties of beryllium, den- 
tal laboratories add this element to the base-metal al- 
loys [1, 5]. CTE is another important factor which in- 
fluences the bond sfrength between metal and porce- 
lain. Concerning the generated residual compressive 
forces in the porcelain upon cooling and to improve 
the bond sfrength between metal and ceramic; the val- 
ue of CTE of the metal should be approximately 
0.5x lO"*" K"' higher than that of the porcelain [9]. 

The sfrength of the framework does not depend 
solely on the employed alloy but also on the design 
used [2]. Bu-Kyung et al. pointed out that shear bond 
sfrength of veneering porcelain to metal cores, in noble 
and base-metal alloys, are not different [16]. 

The development in the system of color determi- 
nation and the importance of esthetic issues, and the 
introduction of 3D Master Porcelain system has led to 
a better compatibility between color and appearance in 
metal-ceramic restorations [14]. 

Due to the high prevalence of porcelain chipping 
and because of the importance of shear bond sfrength 
between metal and porcelain and in search of an alloy 
with the maximum compatibility with widely-used 
porcelain, VMK Master Porcelain powder; the current 
study was planned. This study aimed to compare the 
shear bond strength of VMK Master Porcelain fused to 
one type of noble alloys, as the confrol group, and the 
available and conventional base-metal alloys In franian 
market. 

Materials and Method 

To conduct this study, three types of metal-base alloys 
were selected as follows; VeraBond (Aalba dent Inc.; 
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Cordelia, C.A, USA), Super cast (Talladium Inc.; Va- 
lencia, USA), and T3 (Ticoniuminc; USA) and one 
type of noble alloys (Nourafranco; Switzerland- Italy 
Inc., Italy). For each type of alloy, 15 specimens of 
wax disks (0.4 mm in thickness and 10 mm in diame- 
ter) were waxed up and the diameter was measured by 
a digital caliper (Mitutoyo; Japan). Concerning the 
melting point of the alloys, a phosphate-bonded in- 
vestment (Termo Cast; Polidental Ltd, Sao Paulo, SP, 
Brazil) was adopted. Phosphate lining were being loo- 
sen after 45 minutes, hence, the researchers placed the 
molds in the furnace (Onmad; Filli Manifred, Torino, 
Italy). After casting, the molds were cooled down at 
room temperature. After un-molding, the investment 
residues were removed through sandblasting with 50 
(xm A12o3 particles with a Trijet machine (Labor den- 
tal; Sao Paulo, Brazil). The finishing process of the 
specimens was accomplished by the laboratory 
tungsten bur (H79 NEF, 104, 23; Brasseler USA, Sa- 
vannah, GA) and a low-speed handpiece (KavoEwl, 
type 4005; Leutkrichim, Algau, Germany) with a 
speed of 10000 rpm to eliminate the casting defects. 
The thickness of the specimens was adjusted again 
using a digital caliper. Then the specimens were ex- 
amined under a surgical microscope (Carl Zeiss; Ger- 
many) at 25 X magnifications to ensure the casting 
process has caused no defect, and then the specimens 
with casting problems were eliminated. The remained 
specimens were then sandblasted with 50 (xm Alumi- 
num oxide particles. Then, they were placed in an ul- 
trasonic machine (Mini Sono Cleaner CA 1470; Kai- 
joDenki Co. Ltd., Tokyo, Japan) for 10 minutes in 
order to eliminate any probable surface contamination. 
Oxidation was performed in air at 980° C temperature 
for 10 minutes. Porcelain build-up followed two se- 
quences: one for the opaque layer and the other for the 
dentin layer. The build-up of the opaque layer of VMK 
Master Porcelain (Vita; Zehnfabrik, Bad Sackingen, 



Germany) was done according to the manufacturer's 
instruction and then it was put in the furnace (Vita 
Vacumot 40T; vita Zehfabrik, Germany) for the first 
firing. Then the initial finishing was done with di- 
amond burs and after carrying out an evaluation by a 
digital caliper (Mitutoya; Japan), the researchers built 
up the dentin porcelain in the required thickness ac- 
cording to the manufacturer's instructions. 

All specimens were fired under similar furnace 
conditions. After firing the specimens for a second 
time and polishing them with a rubber disc, the speci- 
mens reached 1.6 mm in thickness (0.4 mm for the 
frame thickness, 0.2 for the opaque layer thickness, 
and 1 mm for the dentin thickness) Figure la. 

Finally, in order to evaluate shear bond strength 
of the specimens, they were fixed on a metal jig and 
subjected to three-point bending test [8] Figure lb. 
They were then placed in the UTM (ZwickRoell; 
2050, Germany) in such a way that the metal side of 
the specimens was in the direction of the machine's tip 
and the porcelain was in the opposite side. Then, spe- 
cimens were loaded in the center by the cylinder head 
of the machine (0.7 mm in diameter, at the speed of 
0.5mm/min) Figure Ic. Shear forces were applied 
along the metal-porcelain interface until the first frac- 
ture appeared. The values, obtained from measuring 
the fracture force, were in newton (N) but they were 
converted to mega Pascal (MPa) through applying the 
following equation which is related to the three-point 
bending test [8, 17]. 
(MPa) Shear strength (t) = fd.h.3.14 
F= the exerted force load in Newton 
D= the diameter of the punch or the machine's tip in mm 
H= the thickness of specimens in mm 

Results 

The results indicated that shear bond strength of Ni- 
Cr-T3 alloy was higher than the other alloys (94 MPa). 




Figure la Sample b Metal jig. c UTM 
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I Alloys 



156scnptive statistics of the daia 



N Mean 



SD Minimum Maximum 



Super Cast 15 2.7084E2 32.60363 
Ni-cr-T3 15 3.3067E2 22.33740 
J/eraBond 15 2.4554E2 28.47268 



207.34 
297.62 
171.84 



322.45 
365.21 
286.04j 




Super Cast alloy had the next greatest shear bond 
strength (80. 87 MPa). And VeraBond (69.66 MPa) 
and x-33 alloys (66.53 MPa) took the third place si- 
multaneously. 

The above table shows the mean and standard 
deviation values for shear bond strength of the four 
relevant alloys. One- Way analysis of variance results 
indicated that there was a statistically significant dif- 
ference among the alloys in their shear bond strength 
(p< 0.001). The results of LSD test fiirther showed that 
there was a statistically significant difference in shear 
bond strength between Super Cast alloy and Ni-cr-T3 
and X-33 alloys (p< 0.001); Super Cast alloy and Ve- 
raBond (p< 0.05); Ni-cr-T3 alloy and VeraBond and 
X-33 alloys (p< 0.001). 

However, the results showed that there was no 
statistically significant difference between VeraBond 
and X-33 alloys regarding their shear bond strength 
(p> 0.05). 

One- Way ANOVA results showed that the four 
alloys were mostly different fi-om each other in their 
shear bond strength. Tukey test fiirther revealed the 
shear bond strength of Ni-cr-T3 alloy was higher than 
the other three alloys. The shear bond strength of Su- 
per Cast alloy was lower than that of Ni-cr-T3 alloy 
but higher than the shear bond strength of VeraBond 
and X-33 alloys; and finally the shear bond strength of 
VeraBond alloy was lower than that of Super Cast 
alloy but VeraBond and X-33 alloys were not signifi- 
cantly different from each other in their shear bond 
strength. 

Discussion 

One of the most broadly used dental restoration proce- 
dures is the application of metal-ceramic restorations. 
Originally, gold alloys were used to make these resto- 
rations but with a rise in gold prices, the application of 
lower-cost alloys became more common. Ni-Cr alloys 
have a high modulus of elasticity (ME) and they bend 
less under extreme occlusal loads. Thus they can be 



considered as a good substitute for gold alloys. Despite 
the many advantages of metal-ceramic restorations, the 
increase in reports of porcelain chipping has aroused 
great concerns [2]. Nowadays, prosthodontists and 
dentists use different combinations of alloys and por- 
celain to achieve an optimal metal-porcelain bond and 
to increase success in metal-ceramic restorations. 
Therefore, an accurate selection of a compatible alloy 
and porcelain combination is of great importance [2, 
5]. With regard to the facts that dental porcelain has 
the weakest strength in facing shear forces and that 
these forces are one of the main reason for porcelain 
chipping in the clinic, this study evaluated shear bond 
strength of three base-metal alloys and one noble alloy 
with the common widely used VMK Master Porcelain 
[9]. Metal-porcelain bond strength is influenced by 
mechanical interlocking and van der Waals forces 
[10]. The use of three-point bending test is a basic and 
simple method for evaluating shear bond sfrength [8]. 
This study benefitted from this test in order to evaluate 
all the specimens and, sequentially, the use of this test 
depends on the ME of the alloy. Based on the previous 
researches, the values for porcelain bond failure range 
from 15 to 39 MPa and metal-ceramic bond strength 
values are from 55-103 MPa, depending on the type of 
alloy [8]. Accordingly, the least shear bond strength 
between metal and ceramic is required for the fracture 
to occur in the porcelain itself rather than in the metal- 
porcelain interface [8]. The findings of this study are 
in line with the results of many studies which have 
investigated metal-porcelain shear bond strength and 
porcelain mixed-fracture (fracture of metal-ceramic 
adhesive bond and porcelain bonding fracture). Some 
problems occur in investigating metal-porcelain shear 
bond strength since sfress concenfration is different 
along metal-ceramic interface [8]. Furthermore, no 
pure shear stress can lead to a clinical fracture [8]. The 
findings of this study indicated that the shear bond 
strength between VMK Master Porcelain and Ni-cr-T3 
base-metal alloy was significantly higher than the oth- 
er groups. In addition, shear bond strength of Super 
Cast base-metal alloy was lower than that of Ni-cr-T3 
base-metal alloy but higher than VeraBond base-metal 
and X-33 noble alloys. However, we experienced that 
there was no statistically significant difference be- 
tween VeraBond and X-33 alloys in their shear bond 
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Strength. It should be mentioned here that the obtained 
mean values for shear bond strength of all four groups 
were clinically in the acceptable range and in line with 
the previous studies [8]. The overall results obtained in 
this study, however, are different from some of the 
previous studies [8] and this can be due to differences 
in the research methods. Although shear bond strength 
of X-33 noble alloy is clinically acceptable (66.53 
MPa), it is lower than the other alloys. One reason for 
the low shear bond strength of this alloy, in compari- 
son with the other two base-metal alloys (Super Cast 
and VeraBond base-metal alloys) could be due to the 
presence of high Pd content in this alloy. When in- 
creasing temperature, the high content of Pd can lead 
to rapid absorption of hydrogen. The absorbed hydro- 
gen is released during firing the opaque layer of porce- 
lain and this causes porosities in porcelain. The areas 
with porosities are not strong enough to withstand 
loadings, and thus; clinical fractures occur in them [13, 
15]. Furthermore, sandblastmg of the specimens caus- 
es more roughness in these alloys surfaces; since it has 
a low ME. During firing, opaque porcelain does not 
flow enough to penefrate into the rough surface; there- 
fore, the porosities can be considered as an important 
factor which confribute to metal-porcelain debonding 
under the exerted forces; especially shear forces. 

Noble alloys have a low ME, therefore, they bend 
more than base-metal alloys under great forces such as 
occlusal forces and finally the frequent occurrence of 
bending leads to porcelain chipping overtime [8]. 

Ni-cr-T3 base-metal alloy, with a high ME, has 
the greatest shear bond strength since it does not face 
the aforementioned problems caused by having low 
ME. VeraBond had the lowest shear bond strength 
among the base metal alloys. It contains less chro- 
mium than the other two base-metal alloys. This may 
lead to the formation of a thin oxide layer which can 
negatively affect the initial bond between porcelain 
and metal [17]. 

Despite all these differences, shear bond strength 
of all the four alloys is greater than porcelain bond 
sfrength. Clinically, the strength value of all the four 
groups are in the acceptable range, thus they can be 
used in the mouth. It should be mentioned that this 
study benefitted from the use of three-point bending 
test. The use of this test depends on the alloy's ME in 



that a high ME reduces the force in the metal-porcelain 
interface and increases the bond strength. However, 
other tests can be used in future to realize whether the 
same results will be obtained or not. 

Conclusion 

It can be concluded that the base-metal alloys, espe- 
cially Ni-cr-T3 can serve as a good substitute for the 
high-cost noble alloys. Different factors affect metal- 
porcelain shear bond strength of which one of the most 
important is the adjustment between the metal and the 
porcelain. Therefore, time and cost are not the only 
determining factors in selecting the most effective al- 
loy for metal-ceramic restorations. All the properties 
of the alloy and all the factors that might affect the 
shear bond strength should be considered. 
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